[Clinico-morphological evaluation of physical methods of dissection and coagulation in stomach surgery (a preliminary report)].
The article presents preliminary results of experimental investigations of clinico-morphological alterations in the gastric wall occurring during operations on the stomach performed with using high frequency electrosurgical apparatuses. The authors stress the expedience of using the apparatuses with the working frequency of electric current higher than 3 MHz for the abdominal surgery.